Osteolysis, wear and failure of a migrating acetabular component. A roentgen stereophotogram case report.
The migration of an acetabular component, revised 12 years postoperatively, was clearly detectable within the first year after operation by roentgen stereophotogram analysis. The failure was probably the result of an early initiated prosthetic loosening.